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Raman spectroscopy is an optical technique based on the inelastic scattering of monochromatic light that
can be used to identify the biomolecular composition of biological cells and tissues. It can be used as both
an aid for understanding the etiology of disease and for accurate clinical diagnostics when combined with
multivariate statistical algorithms. This method is non-destructive, potentially non-invasive and can be
applied in vitro or in vivo directly or via a fiber optic probe. However, there exists a high degree of
variability across experimental protocols, some of which result in large background signals that can often
overpower the weak Raman signals being emitted. These protocols need to be standardised before the
technique can provide reliable and reproducible experimental results in an everyday clinical environment.
The objective of this study is to investigate the impact of different experimental parameters involved in
the analysis of biological specimen. We investigate the Raman signals generated from healthy human
cheek cells using different source laser wavelengths; 473 nm, 532 nm, 660 nm, 785 nm and 830 nm,
and different sample substrates; Raman-grade calcium fluoride, IR polished calcium fluoride, magnesium
fluoride, aluminium (100 nm and 1500 nm thin films on glass), glass, fused silica, potassium bromide,
sodium chloride and zinc selenide, whilst maintaining all other experimental parameters constant
throughout the study insofar as possible.1 Introduction
Conventional Raman microspectroscopy is the most commonly
used Raman technique for the analysis and diagnosis of bio-
logical specimen. This method can be applied to cells and
tissues in vitro and ex vivo by mounting them onto a substrate. It
involves the use of a microscope and a confocal aperture in
order to isolate the Raman spectrum from a specic micro-
scopic location within the sample (e.g. the nucleus of a cell).
Further information on the experimental set-up of a conven-
tional Raman microspectroscopy system can be found
elsewhere.1,2
The weak Raman signals associated with biological samples
are oen obscured by a broad slowly-varying background signal
caused by uorescent signals or stray light due to Mie scat-
tering.3 These signals can originate from a number of sources
including the sample itself, the sample substrate and the
optical elements in the system that are common to both the
delivery path and the collection path, especially the microscope
objective.4 The presence of this background can compromise
the ability to extract reliable and reproducible compositionaltional University of Ireland Maynooth,
f Technology, Ireland
and Maynooth, Ireland
hemistry 2015information from biological Raman spectra.5 It is therefore
essential to obtain spectra that are free from background
signals inasmuch as possible. The most common strategies to
reduce the background in spectra are (i) using an appropriate
source wavelength/substrate combination, (ii) designing a
confocal system, and (iii) post-processing whereby baseline
correction algorithms are applied to the recorded spectra. The
use of an immersion microscope objective has also been
reported by Bonnier et al. (2011)3 to substantially reduce the
background signal whilst increasing the Raman signal intensity
due to a reduction in Mie scattering.
The objective of this paper is to investigate the impact of the
source laser wavelength and sample substrate on the quality of
Raman spectra obtained from biological samples with the aim
of nding the optimum combination of laser wavelength and
substrate for biological measurements. This is achieved by
measuring the Raman signals obtained from fresh human
cheek cells on a range of sample substrates for various source
laser wavelengths ranging from the visible region through to the
NIR. Results are presented both graphically and numerically
based on the analysis of the data obtained using three different
statistical metrics.
The breakdown of this paper is as follows; rstly the
importance of standardising the experimental parameters
associated with Raman spectroscopy is discussed, including
sample substrates, source wavelengths and backgroundAnal. Methods, 2015, 7, 5041–5052 | 5041
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View Article Onlinesubtraction methods. Section 3 provides information about the
experimental materials and methods used in our study. Results
from all experiments are shown in Section 4, followed by a
discussion of these results in Section 5.2 Standardisation of Raman
spectroscopy
While Raman spectroscopy has been demonstrated to produce
accurate diagnostic results, further development is necessary to
ensure that Raman spectroscopic systems are sufficiently robust
for everyday clinical usage.6 The lack of standardisation, in
terms of equipment, consumables and measurement protocols
has resulted in the recording of signicantly differing spectra
across studies to date and we believe that this has hindered
further advancement of this technique. Even within the appli-
cation of Raman spectroscopy to the diagnosis of one particular
pathological disease (e.g. bladder cancer), a wide range of
sample substrates, source laser wavelengths and integration
times have been applied to date, all resulting in moderately
varying spectra for the same disease.2 If Raman spectroscopy is
ever to become a commonly used clinical tool, we believe that it
is important that a standardised procedure is established in
order to overcome these inconsistencies.7 The aim of this paper
is to identify the optimum source wavelength and sample
substrate for Raman spectroscopic measurements of biological
samples, and also to identify the similarities, or lack thereof,
between spectra recorded using these different experimental
parameters.2.1 Sample substrates
Good sample substrates for Raman spectroscopy should
produce low background signals, be biocompatible and non-
toxic for the cells and tissues placed on them, and be as cost
effective as possible. Previous studies have reported the use of a
wide range of substrates including calcium uoride,8–10
aluminium,11,12 quartz13–15 and 3D collagen gels.16 However,
substrates that produce low background signals for NIR sources
are oen expensive, and are available in different levels of
purity/lm thicknesses, which can produce variable results with
Raman spectroscopy. Therefore, by analysing the results
obtained from a wide range of both substrates and source
wavelengths in this study, we hope to identify which substrates
produce the lowest background signals at each wavelength
while monitoring the cost effectiveness associated with each
substrate. Our core motivation is to establish the optimal
substrate/wavelength in terms of cost and performance for
applications in biomedicine. In order to gauge the performance
of each substrate in a controlled manner, we record spectra
from fresh cheek cells on each substrate using each wavelength
and then we apply a number of different quality related metrics
to this data. These metrics are described later in Section 4.
An important consideration that is not included in our study
is the biocompatibility of the various substrates. This is
particularly important for those cases where living cells are
under investigation which oen involve the incubation or5042 | Anal. Methods, 2015, 7, 5041–5052growth of cells directly on to the substrate. However, this has
been previously explored by Meade et al. (2006), whereby
substrates were coated with bronectin, laminin and gelatin,
resulting in improved cell proliferation and similar Raman
spectra to those achieved without the use of any coatings.172.2 Source wavelength
One of themost important elements in any Raman spectroscopy
experiment is the choice of source laser. There are advantages
and disadvantages to each laser wavelength that need to be
considered in order to obtain the optimum Raman signals.
Many materials, including the sample itself, the substrate and
the microscope objective, produce a background signal in a
particular wavelength region, which may swamp any weak
Raman signals present. In particular some substrates (espe-
cially glass) emit a large uorescent background signal as the
laser moves from the blue region up to the red or NIR region,
making a laser in the lower end of the visible spectrum more
desirable. On the other hand, it has been shown that a large
background can result from scattering from the sample itself,
which enters the spectrometer as stray light.3 This scattering is
minimised at longer wavelengths, as is photodegradation of
tissue samples.18 It should be noted that when using a laser
emitting in the NIR region, it may be preferable to use a uorite
microscope objective in order to reduce the uorescent back-
ground signal emanating from the objective. These objectives,
which are produced by the large optics companies, oen have
various names, e.g. uor, uorite, uortar, neouar, and are
manufactured using a mineral form of calcium uoride. The
background signal from the microscope objective can be
reduced by using a suitable confocal aperture.4
The number of photons scattered is also indirectly related to
the laser wavelength, with the intensity of Raman lines being
proportional to the fourth power of the laser frequency:19
I f n4 (1)
Therefore, when a comparison is made between a 473 nm laser
and an 830 nm laser:
n473
n830
4
¼

c
l473
 l830
c
4
¼ 9:481 (2)
it can be seen that the 473 nm laser produces Raman lines that
are approximately 9.5 times more intense than those produced
by an 830 nm laser for the same laser powers, assuming non-
resonant conditions.20 In Fig. 1, the relative Raman scattering
intensity is shown for a source laser at 532 nm, a common
wavelength used in Raman analysis of biological specimen.
While a 473 nm laser will produce almost twice as many Raman
scattered photons, a 785 nm laser will produce approximately
one h as many. Therefore, it can be seen that the scattering
efficiency is higher at lower wavelengths, resulting in the use of
shorter integration times and lower powered lasers in the blue/
green regions, although the quantum efficiency of the grating
and CCD detector being used must also be taken into consid-
eration. Another important factor is that the optical window forThis journal is © The Royal Society of Chemistry 2015
Fig. 1 A relative comparison of Raman signal intensity (green),
wavenumber resolution (blue) and bandwidth (red) obtained using
source lasers from 450 nm up to 1064 nm relative to a 532 nm laser.
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View Article Onlinebiological tissues exists within the NIR region, where the
absorption of light within the tissue sample is minimal.21
Within this optical window (700–900 nm), biological samples
are considered relatively transparent, andmeasurements in this
region result in signicantly less tissue damage from the laser.18
Another signicant factor when considering the laser wave-
length is the spectral resolution of the system. Several elements
need to be considered for the spectral resolution such as the
diffraction grating, detector, and the focal length of the spec-
trometer. The wavelength bandwidth that can be observed at
the output of a spectrometer is a function of the angular
dispersion and the focal length of the spectrometer. Since the
angular dispersion is itself a function of wavelength, the
observable bandwidth differs depending on the centre wave-
length that is chosen. Precise calculation of this bandwidth for a
particular centre wavelength can be achieved using the grating
equation, and requires knowledge of the various spectrograph
parameters such as grating angle, focal length, output aperture
size and grating period.22 For gratings with relatively low
dispersion, e.g. 300 grooves per mm (gr mm1), the observable
wavelength bandwidth (and therefore resolution in nm) is
approximately constant for different centre wavelengths
ranging from 500 nm to 900 nm, though this approximation
fails for highly dispersive gratings. However, in Raman spec-
troscopy, where units such as Raman shi or wavenumbers are
more oen used, the spectral resolution (in wavenumbers) of
the system increases with the source wavelength. When the
wavelength is shied through Raman spectroscopy from the
excitation wavelength le to the scattered wavelength ls, the shi
in wavelength is given by:
Dl ¼ le  ls (3)
but the corresponding wavenumber shi (D~n) is given by:
D~n ðcm1Þ ¼

1
leðnmÞ 
1
lsðnmÞ

 10
7 ðnmÞ
ðcmÞ
¼

Dl
leðle  DlÞ

 107 (4)
Therefore, assuming that the wavelength bandwidth, Dl,
remains constant regardless of the centre wavelength chosen, itThis journal is © The Royal Society of Chemistry 2015follows that the ratio of spectral bandwidths for two different
source wavelengths, le1 and le2, will be given by:
D~n1
D~n2
¼ le2ðle2  DlÞ
le1ðle1  DlÞ (5)
Thus, for a sample case of Dl ¼ 150 nm, we can conclude that
473 nm source wavelength results in approximately 3.7 times
more spectral bandwidth than 830 nm. Conversely, the resolu-
tion at 830 nm is 3.7 times smaller than that at 473 nm. The
overall efficiency of a grating also depends on the blaze angle of
the grating, which we do not consider here. Typically, gratings
would be selected to provide the best resolution within a
specic acquisition time frame over the desired spectral range
for the chosen laser wavelength. For direct comparison in this
study, we use two Raman systems (both Horiba Jobin Yvon
LabRam 800 HR) and two identical CCD cameras operating with
a 300 gr mm1 grating for all measurements. It is noted that
different results could be obtained by changing any of these
parameters (Raman system, CCD or grating line number or
blaze), but for the sake of uniformity, these parameters were
kept constant in this study. In Fig. 1, a relative comparison is
shown for the wavenumber resolution (blue) and bandwidth
(red) obtained using a 532 nm source laser and those obtained
using other lasers from 450 nm up to 1064 nm. This graph is
based on eqn (5), and therefore is dependent on the assump-
tions that were made in its derivation; a wavelength bandwidth
of 150 nm is assumed.
The effect of the source optical mode for Raman spectro-
scopic measurement of human tissues has previously been
analysed by Li et al. (2014),23 whereby the inuence of single-
mode (SM) and multi-mode (MM) source lasers at 785 nm and
830 nm were compared in terms of the background signal
intensity generated by tissue autouorescence and the Raman
signal intensity measured from human tissue samples. Overall,
a reduction in background, increase in SNR and a reduction in
Mie scattering was found for 785 nm SM when compared to 785
nm MM. In terms of source wavelength, 785 nm spectra had a
lower background intensity than that at 830 nm, and it was
found that the SNR was 1.2–1.6 times higher for 785 nm MM
than that recorded from the 830 nm MM.23 Therefore, taking
this into consideration, all measurements in this study are
based on a SM source.2.3 Background subtraction methods
Spectra obtained using Raman spectroscopy consist of three
main components: the Raman signals, the background signal
and noise. The background signal and noise are generally
reduced in the recorded spectra using preprocessing techniques
before further analysis. Numerous techniques are available to
do this, such as polynomial tting, wavelet transform or the
rolling ball technique.24–26 In this study, we develop an algo-
rithm based on someminor changes to themethod proposed by
Beier et al. (2009), which is based on the subtraction of a known
background signal and a h-order modied polynomial t.27
Firstly, three spectra were recorded from the substrate and
an average background spectrum B0(l) was calculated. Since inAnal. Methods, 2015, 7, 5041–5052 | 5043
Fig. 2 An example of how the background subtraction algorithm
works – whereby the recorded background signal is combined with a
fifth order polynomial until a value of C is found such that the modeled
background fits directly under the Raman peaks of the original cell
spectrum.
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View Article Onlinethis section we outline a discrete numerical algorithm, it is
more appropriate to describe the signals in terms of their
discrete representations; where l / ndl and n takes integer
values from 0/ N  1, where dl denotes the sampling interval
of the recorded spectrum and Ndl is equal to the bandwidth. A
Gaussian smoothing function was applied to the background
spectrum to remove any noise. Eqn (6) represents the process of
discrete convolution with a Gaussian lter that is sampled at the
same rate as the spectrum. We can take the width of the
Gaussian function to be Mdl, which corresponds to the region
where the function has appreciable values, for example if we
choose Mdl ¼ 6s the region will contain over 99% of the
Gaussian signal's energy.
B0ðndlÞ ¼
XN1
m¼0
B0ðMdlÞexp
"
dl2ðm nÞ2
2s2
#
(6)
where the standard deviation, s, was set to 2 cm1 and n takes
the same range of values as previously mentioned. This equa-
tion can be calculated by applying zero padding followed by
multiplication of the Discrete Fourier Transform (DFT) of the
signal and that of the Gaussian lter followed by an inverse
DFT.
A range of different weights or concentrations C of this
background signal B0(ndl) were subtracted from the recorded
cell spectrum X0(ndl), followed by the subtraction of a h
order polynomial P(ndl), which was generated using Matlab's
polyt function, resulting in a spectrum, R(ndl), consisting of
residual values:
R(ndl) ¼ [X0(ndl)  (C  B0(ndl))]  P(ndl) (7)
The sum of the square of these residual values was obtained for
each C value, until a minimum R1(ndl) value was obtained,
resulting in a new estimate of the background spectrum B1(ndl):
B1(ndl) ¼ X0(ndl)  R1(ndl) (8)
B1(ndl) ¼ [C1  B0(ndl)] + P1(ndl) (9)
A new spectrum X1(ndl) is now dened that is made up of the
values of both X0(ndl) and B1(ndl), where for each individual
spectral component we take the minimum value from the two
corresponding components of X0(ndl) and B1(ndl):
X1(ndl) ¼ min[X0(ndl), B1(ndl)] (10)
This entire process is then repeated by replacing B1(ndl) with
Bi(ndl) until the optimal t of Bi(ndl) to Xi(ndl) is found such
that the peaks of the original cell spectrum, X0(ndl), all lie above
the modeled background Bi(ndl):
Ri(ndl) ¼ [Xi1(ndl)  (B0(ndl)  Ci)]  Pi(ndl) (11)
Bi(ndl) ¼ [Ci  B0(ndl)]  Pi(ndl) (12)
Xi(ndl) ¼ min[X0(ndl), Bi(ndl)] (13)5044 | Anal. Methods, 2015, 7, 5041–5052The Raman peaks can then be isolated from the original cell
spectrum by:
Raman peaks ¼ X0(ndl)  Xfinal(ndl) (14)
Fig. 2 demonstrates the application of this algorithm to one of
the spectra recorded in this study, whereby different values of C
are applied to B0(ndl) (and Bi(ndl) in proceeding iterations) in
order to obtain a residual spectrum containing only Raman
peaks without any background contributions.
The background subtraction method algorithm that we have
just described is based on the method developed by Beier et al.,
which the reader may consult for further information. Some
notable changes to this algorithm have been made; rstly, we
have applied a smoothing lter to the initially recorded back-
ground signal to reduce noise; secondly for the estimate of C, a
uniformly sampled range of C is searched in each iteration as
opposed to the use of an empirically chosen factor and the
fminsearch function in Matlab; and nally, we model our
background on a combination of C times the recorded back-
ground, B0(ndl), instead of C times the recorded cell data,
X0(ndl) as suggested by Beier and colleagues.27 A simple
implementation of the background subtraction algorithm has
been written in Matlab that takes in the background and cell
spectra as text les and produces a spectrum consisting only of
Raman peaks; this code is freely available upon request.3 Materials & methods
Fresh cheek cells were swabbed from a single healthy human
volunteer and placed directly on to each of the substrates before
each set of experiments, and were allowed to air dry for 5
minutes before measurement. No additional preserving/xing
agents or washing steps were applied to the samples, and
therefore some spectral signals relating to dried saliva, or other
oral contaminants, may be present across all spectra. We note
that no debris or contamination was visible in the images of the
cells that were used in our experiments and there was noThis journal is © The Royal Society of Chemistry 2015
Fig. 3 Background signals generated by the optical elements within
the Raman system for each of the above wavelengths – a Gaussian
smoothing function was applied to all spectra.
Fig. 4 A single Raman spectrum obtained from fresh human cheek
cells on Raman-grade calcium fluoride with a 532 nm source laser,
with key biomolecular regions highlighted.
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View Article Onlineobvious contamination observed in any of the spectra recorded.
While we acknowledge the presence of saliva and other possible
contaminates, we do not expect their Raman signals to signi-
cantly affect the results presented in Section 4. We note that all
experiments were performed in compliance with our institute’s
Ethics Committee, and informed written consent was obtained
from the donor prior to experimentation.
Raman spectroscopy measurements were performed across
two commercial Raman systems (both Horiba Jobin Yvon Lab-
Ram 800 HR) with synapse cooled CCD detectors, a 50
microscope objective (Olympus MPlanN 50/0.75 N/0/FN22),
50 mm confocal aperture, 300 gr mm1 grating and an acquisi-
tion time of 30 s averaged over 2 iterations, with the subsequent
removal of cosmic rays.28 However, the confocal aperture was
opened to 100 mm for measurements with the 830 nm source
due to the low photon count and lower quantum efficiency of
the CCD in this region. Both systems were calibrated using a
silicon wafer prior to measurements.
Background spectra were recorded from each substrate at
every wavelength, and were used to isolate the Raman signals
from the recorded biological spectra using the background
subtraction method that was previously explained in Section
2.3.
The following substrates were used for this study:
 Calcium uoride – Raman-grade (Crystran Ltd., UK)
 Calcium uoride – IR grade polished (Crystran Ltd., UK)
 Magnesium uoride (Crystran Ltd., UK)
 100 nm aluminium thin lm on glass (Deposition Research
Laboratory Inc., USA)
 1500 nm aluminium thin lm on glass (Deposition
Research Laboratory Inc., USA)
 Glass
 Fused silica – IR grade polished (Crystran Ltd., UK)
 Potassium bromide (Edmund Optics, UK)
 Sodium chloride (Edmund Optics, UK)
 Zinc selenide (Crystran Ltd., UK).
The following lasers were used for this study:
 473 nm solid state diode laser (50 mW)
 532 nm solid state diode laser (50 mW)
 660 nm solid state diode laser (100 mW)
 785 nm CLDS point mode diode laser (300 mW)
 830 nm CLDS point mode diode laser (200 mW)
where measurements using the 473 nm, 660 nm and 830 nm
lasers were performed on one Raman system, and measure-
ments at 532 nm and 785 nm on the other system, with all other
parameters maintained as constant insofar as possible; vari-
ances however are present in the output power of each source
laser (see above). We have used lasers (and their corresponding
powers) which are regularly employed in commercial Raman
systems for biological measurements.
4 Results
The background signals recorded are a combination of intrinsic
Raman and/or uorescence from the sample substrate and
from optical elements within the Raman system, and in
particular from the microscope objective. In order to gauge theThis journal is © The Royal Society of Chemistry 2015contribution of the optical system alone, we begin this section
by presenting the spectra obtained from the system without the
presence of any samples or substrates. The results are shown in
Fig. 3 for each source wavelength. The majority of this signal
contribution was associated with the microscope objective
used.
Fig. 4 represents a single baseline-corrected spectrum
recorded from fresh human cheek cells on Raman-grade
calcium uoride using a 532 nm source laser, recorded using
the parameters outlined in Section 3; this spectrum proved to be
the optimum spectrum recorded. Here we have highlighted the
key Raman peaks associated with cheek cells, and we have
identied these important biomolecular regions which are
oen used in the analysis of cells in Raman based cytology
studies. A more detailed analysis of cellular Raman spectra can
be found elsewhere.29,30
The spectra shown in Fig. 5 to Fig. 14 represent the back-
ground signals and Raman cell peaks associated with each
substrate for every wavelength, using the parameters outlined in
Section 3 (i.e. all spectra are recorded with an acquisition time
of 30 s, averaged over 2 iterations). On the le-hand side, the
background signals obtained from each substrate at eachAnal. Methods, 2015, 7, 5041–5052 | 5045
Fig. 5 (a) Background signal of Raman-grade calcium fluoride recorded for each of the above wavelengths, (b) normalised Raman signals from
cells recorded on Raman-grade calcium fluoride for each of the abovewavelengths, with an acquisition time of 30 s (2). Note, improved spectra
at 830 nm can be obtained using a longer acquisition time.
Fig. 6 (a) Background signal of IR polished calcium fluoride recorded for each of the abovewavelengths, (b) normalised Raman signals from cells
recorded on IR polished calcium fluoride for each of the above wavelengths, with an acquisition time of 30 s (2).
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View Article Onlinewavelength are shown at their recorded intensity values aer
convolution with a Gaussian smoothing function was applied to
remove any additional noise contributions. This noise reduc-
tion is necessitated by the low photon count, and therefore high
shot noise, brought about by the presence of a 50 mm confocal
aperture. The corresponding spectra on the right were recorded
from fresh cheek cells on each substrate for each wavelength;
these spectra have been baseline corrected using the back-
ground subtraction algorithm discussed in Section 2.3.
Following this, the spectra were area normalised by dividing
each spectrum by the sum of its intensity.Fig. 7 (a) Background signal of fused silica recorded for each of the abo
fused silica for each of the above wavelengths, with an acquisition time o
600–1800 cm1 due to the large background contribution in the lower
5046 | Anal. Methods, 2015, 7, 5041–5052Background spectra were recorded between 200–1800 cm1
for all substrates. Cell spectra are generally shown between 400–
1800 cm1. The reason for this is two fold; rstly this is the
ngerprint region for biological specimen and is the most
commonly observed spectral region for Raman related
biochemical investigations, and secondly, this removes any
issues with baseline correction of large background contribu-
tions in the lower wavenumber region; problems can occur
when applying the background subtraction algorithm in
regions where the background has relatively strong intensities,
e.g. the CaF2 peak at approximately 321 cm
1, which results in a
breakdown of the algorithm. This is easily avoided byve wavelengths, (b) normalised Raman signals from cells recorded on
f 30 s (2). Note, the cell spectrum at 532 nm is only shown between
wavenumber region.
This journal is © The Royal Society of Chemistry 2015
Table 1 Comparison of cross correlation (xcorr) results for each
substrate at each wavelength when compared to a cell spectrum
recorded on a Raman-grade calcium fluoride substrate using a 532 nm
laser, where all spectra were recorded with an acquisition time of 30 s
(2)
Substrate 473 nm 532 nm 660 nm 785 nm 830 nm
Raman-grade CaF2 0.8741 1.000 0.9189 0.8286 0.6939
IR polished CaF2 0.8726 0.9817 0.8671 0.7882 0.5420
Fused silica 0.8391 0.9422 0.9168 0.7128 0.6218
Aluminium (100 nm) 0.8488 0.9766 0.9211 0.8532 0.7674
Aluminium (1500 nm) 0.8435 0.9854 0.9233 0.8302 0.7837
Glass 0.8473 0.9822 0.9221 0.7469 0.4754
Magnesium uoride 0.8648 0.5968 0.9403 0.7561 0.7120
Potassium bromide 0.6067 0.9819 0.9112 0.7860 0.6668
Sodium chloride 0.6393 0.9839 0.9354 0.7324 0.7210
Zinc selenide 0.7044 0.3035 0.7643 0.8305 0.4284
Table 2 Comparison of normalised covariance coefficient results for
each substrate at each wavelength when compared to a cell spectrum
recorded on a Raman-grade calcium fluoride substrate using a 532 nm
laser, where all spectra were recorded with an acquisition time of 30 s
(2)
Substrate 473 nm 532 nm 660 nm 785 nm 830 nm
Raman-grade CaF2 0.9429 1.000 0.8814 0.6767 0.1641
IR polished CaF2 0.9191 0.9059 0.7117 0.3558 0.0066
Fused silica 0.9004 0.7682 0.9119 0.2423 0.0318
Aluminium (100 nm) 0.8668 0.8868 0.8457 0.6694 0.4999
Aluminium (1500 nm) 0.7390 0.9245 0.9179 0.5582 0.5167
Glass 0.8817 0.9125 0.8856 0.1905 0.0020
Magnesium uoride 0.9317 0.5953 0.9343 0.3487 0.2117
Potassium bromide 0.5901 0.9235 0.8927 0.4848 0.1249
Sodium chloride 0.5216 0.9148 0.9512 0.2973 0.2646
Zinc selenide 0.2005 0.5840 0.7944 0.6929 0.2173
Table 3 Comparison of mean square error results for each substrate
at each wavelength when compared to a cell spectrum recorded on a
Raman-grade calcium fluoride substrate using a 532 nm laser, and
then compared to the value from glass at 830 nm (i.e. the cell spec-
trum least similar to that recorded on CaF2 at 532 nm); where all
spectra were recorded with an acquisition time of 30 s (2)
Substrate 473 nm 532 nm 660 nm 785 nm 830 nm
Raman-grade CaF2 0.9634 1.0000 0.9817 0.7973 0.4800
IR polished CaF2 0.9417 0.9434 0.7986 0.6139 0.1820
Fused silica 0.9360 0.8517 0.9437 0.5428 0.3187
Aluminium (100 nm) 0.9185 0.9273 0.9073 0.6726 0.7001
Aluminium (1500 nm) 0.8399 0.9530 0.9443 0.6151 0.7089
Glass 0.9269 0.9473 0.9293 0.5079 0.0000
Magnesium uoride 0.9584 0.6758 0.9605 0.6083 0.5197
Potassium bromide 0.6067 0.9536 0.9221 0.6756 0.4489
Sodium chloride 0.7313 0.9540 0.9703 0.5790 0.5595
Zinc selenide 0.3527 0.6398 0.8457 0.7849 0.4377
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View Article Onlinediscarding the lower part of the spectrum for both the cell signal
and the background. Additionally, some substrates produce
large background signals between 400–600 cm1 which were
not entirely removed by the background subtraction algorithm,
such as zinc selenide (for all source wavelengths) and fused
silica at 532 nm. For this reason, these spectra (and theirFig. 8 (a) Background signal of 100 nm aluminium thin film on glass reco
from cells recorded on 100 nm aluminium thin film for each of the abo
This journal is © The Royal Society of Chemistry 2015corresponding metric values in Tables 1–3) relate only to the
600–1800 cm1 region.
In order to perform a quantitative evaluation of the quality of
each of the recorded spectra, the background subtracted spectra
were all directly compared to that recorded from cells on
Raman-grade calcium uoride using a 532 nm laser, as seen in
Fig. 4. For the sake of completeness, three separate metrics are
employed in this comparison; (i) discrete correlation, (ii) nor-
malised covariance, and (iii) mean square error (MSE). These
three metrics compare overlapping regions of spectra, and thus,
produce a value representing how similar the spectra are to that
recorded from Raman-grade calcium uoride at 532 nm. In this
way, we get a good estimate of how similar the Raman peaks
and signal-to-noise ratios are when recorded across a range of
substrates and source wavelengths.
Discrete correlation is dened by the equation below:
ðX+YÞðndlÞ ¼
X2N1
m¼0
X*½ndlY ½ðnþmÞdl (15)
where dl is the sampling interval of the two signals X and Y,
which both have length N, + represents correlation, and X* is
the complex conjugate of X. In Section 2.2 we discussed the
relationship between spectral resolution and laser wavelength
for an identical spectrograph grating. In order to employ therded for each of the above wavelengths, (b) normalised Raman signals
ve wavelengths, with an acquisition time of 30 s (2).
Anal. Methods, 2015, 7, 5041–5052 | 5047
Fig. 9 (a) Background signal of 1500 nm aluminium thin film on glass recorded for each of the above wavelengths, (b) normalised Raman signals
from cells recorded on 1500 nm aluminium thin film for each of the above wavelengths, with an acquisition time of 30 s (2).
Fig. 10 (a) Background signal of glass recorded for each of the above wavelengths, (b) normalised Raman signals from cells recorded on glass for
each of the abovewavelengths, with an acquisition time of 30 s (2). Note, the recorded background signal at 785 nm saturated in the 1400 cm1
region.
Fig. 11 (a) Background signal of magnesium fluoride recorded for each of the above wavelengths, (b) normalised Raman signals from cells
recorded on magnesium fluoride for each of the above wavelengths, with an acquisition time of 30 s (2).
Fig. 12 (a) Background signal of potassium bromide recorded for each of the above wavelengths, (b) normalised Raman signals from cells
recorded on potassium bromide for each of the above wavelengths, with an acquisition time of 30 s (2).
5048 | Anal. Methods, 2015, 7, 5041–5052 This journal is © The Royal Society of Chemistry 2015
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View Article Online
Fig. 13 (a) Background signal of sodium chloride recorded for each of the above wavelengths, (b) normalised Raman signals from cells recorded
on sodium chloride for each of the above wavelengths, with an acquisition time of 30 s (2).
Fig. 14 (a) Background signal of zinc selenide recorded for each of the above wavelengths, (b) normalised Raman signals from cells recorded on
zinc selenide for each of the above wavelengths, with an acquisition time of 30 s (2). Note, the cell spectra are only shown between 600–1800
cm1 due to the large background contribution in the lower wavenumber region.
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View Article Onlinediscrete correlation of spectra recorded using different source
wavelengths, we must rst ensure that they have identical
sampling intervals. This was achieved by applying an interpo-
lation function in Matlab. Correlation was then implemented
using Matlab's xcorr function and the corresponding coefficient
values that were recorded can be seen in Table 1, where 1.000 is
the optimum result dening a perfect match between spectra,
values above 0.900 are a goodmatch, and lower values represent
less correlation between spectra.
The second metric, normalised covariance, has a similar
range of values between 0 and 1. We dene normalised
covariance as follows:
Covariance ¼ ðX$Y Þ
2
ðX$X ÞðY$Y Þ (16)
where (X$Y) represents the dot product of X and Y. This metric
has previously been applied to compare the similarity between
Raman spectra for cosmic ray removal.31 The corresponding
values obtained using this method are available in Table 2,
where 1.000 is the optimum result, and lower values represent
less covariance between spectra.
The third metric, MSE, does not have ranges between 0 and
1, but rather between 0, indicating an identical likeness, and
some arbitrary maximum value that is dependent on the
differences in the values of the two signals. MSE is commonly
used in signal processing to compare the likeness of two signals
and is dened as follows:This journal is © The Royal Society of Chemistry 2015MSE ¼ mean ((X  Y)2) (17)
where mean () denotes the process of taking the average value.
For comparative purposes, the MSE values obtained have been
presented relative to the maximum value (i.e. all values are
compared to the worst spectrum):
1

MSE
MSEmax

(18)
This resulted in values ranging between 0 and 1, which are
presented in Table 3, where similar to the other metrics, 1.000
represents the optimum result, and lower values represent a
greater mean square error between both spectra.5 Discussion
Since the overarching goal of this study was to identify the
optimum sample substrate and source wavelength for Raman
spectroscopic analysis of biological samples, we will begin by
discussing the results obtained here in terms of sample
substrates, and the advantages and disadvantages associated
with each. Then we will discuss the inuence of different source
lasers on the quality of Raman spectra generated. And nally,
we will combine both sample substrates and source lasers to
identify which combination should be used to produce the
optimum Raman spectra from biological materials.Anal. Methods, 2015, 7, 5041–5052 | 5049
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View Article OnlineThe second goal of this study was to also be able to identify
the similarities, or lack thereof, between spectra recorded using
these different experimental parameters. As seen in Fig. 5 to
Fig. 14 in the results section, largely differing background
spectra were recorded across the range of substrates and
wavelengths, with large background signals appearing within
specic spectral regions. However, despite these oen large
background signals, the standard Raman peaks associated with
biological specimen have been isolated, and are comparable in
most circumstances.
We note that some of the substrates presented in this paper
can provide good cell spectra for 785 nm and 830 nm despite the
relatively poor results shown here in Fig. 5 to Fig. 14, particu-
larly for Raman-grade calcium uoride (Fig. 5). For example,
previous studies published by Stone et al.,32 Grimbergen et al.8
and de Jong et al.10 have shown good spectra for samples
recorded at 830 nm/845 nm using calcium uoride substrates,
which could be achieved here by simply increasing the laser
power, enlarging the confocal aperture or increasing the expo-
sure time. The results shown here may also be accounted for by
considering the signicantly lower number of scattered
photons for higher laser wavelengths (see Section 2.2 on spec-
tral resolution) and the quantum efficiency of the CCD detector
used for recording spectra. We acknowledge that the use of a
CCD detector with a higher quantum efficiency in the NIR
region would improve the spectral quality in this region.
However, the purpose of this paper was to compare the different
substrates under identical experimental conditions and to
discover the relative performances of these parameters in a
controlled experiment. We accept that the use of two different
experimental systems reduces this level of control but identical
conditions across all experiments were applied insofar as
possible.
From a sample substrate perspective, the most consistent
Raman spectra, regardless of source wavelength, were obtained
from Raman-grade calcium uoride and both aluminium
coated substrates. This has been veried both visually from the
recorded spectra (in the ability to identify key biomolecular
peaks and from the signal-to-noise ratio seen in the spectra, see
Fig. 5, 8 and 9), and from all three of the metrics employed in
this study, as shown in Tables 1–3. Good results were also
obtained from magnesium uoride (Fig. 11), potassium
bromide (Fig. 12) and sodium chloride (Fig. 13).
Focussing on the NIR source wavelengths used here (785 nm
and 830 nm); while we found that a number of substrates
provided decent results, the qualitatively best spectra (under
similar conditions of exposure time and CCD quantum effi-
ciency) were obtained using the aluminium coated substrates.
We believe the reason for this is twofold. Firstly, the aluminium
coating effectively blocks the glass and has the lowest back-
ground signal of all the substrates measured. Secondly, we
believe that the reective substrates provide approximately four
times more Raman scattered photons than transparent
substrates; this results in the source laser passing through the
sample twice, effectively doubling the source power, as well as
reecting all forward scattered photons back towards the
microscope objective which would otherwise be lost for a5050 | Anal. Methods, 2015, 7, 5041–5052transparent substrate. This effect is true for a transparent
sample, such as an epithelial cell, but may not be valid for a
thicker tissue sample that appears to be opaque. In the NIR, the
Raman scattering efficiency is signicantly lower than in the
visible region (see eqn (2)) resulting in up to ten times less
scattered photons. In addition, the quantum efficiency of most
cameras is signicantly reduced in the NIR and is oen less
than half that for visible wavelengths. The overall effect is that a
detected Raman photon is signicantly scarcer in the NIR than
in the visible range. The quadrupling of this number achieved
using an aluminium substrate is therefore a signicant advan-
tage over calcium uoride and other transparent substrates in
this region. We note that the same effect is true for other source
wavelengths with the caveat that the effect of doubling the
source power may have the effect of burning the sample.
For specic source wavelengths, other substrates performed
as well as Raman-grade calcium uoride and aluminium. In the
lower wavelength regions (473 nm, 532 nm and 660 nm), IR
polished calcium uoride, fused silica and glass produced good
biological Raman spectra as shown in Fig. 6, 7 and 10. However,
the background signals produced by these substrates in the
higher wavelength regions swamped the Raman peaks gener-
ated from the cells. On the other hand, zinc selenide performed
poorly in the low wavelength region, but generally improved
with increasing wavelength and even proved to be the best
substrate for measurements with a 785 nm laser, as seen in
Fig. 14 and Tables 1–3, thus making it a good choice of
substrate for the red and NIR region.
Other factors must also be considered when choosing a
sample substrate such as cost, reusability and biocompatibility.
Calcium uoride, and in particular Raman-grade calcium
uoride, is the most expensive of all of the substrates in this
study at approximately 150–200 euro for each slide, but it is
biocompatible and produces good biological Raman spectra
throughout the full range of laser wavelengths applied in this
study. Potassium bromide and sodium chloride are a much
more cost effective solution to calcium uoride (with associated
spectra shown in Fig. 12 and 13), however both of these
substrates are soluble in water, making it more difficult to clean
and re-use these substrates for multiple studies as is desired in
biological research. Magnesium uoride (Fig. 11) is more
expensive than potassium bromide and sodium chloride, yet it
is cheaper than calcium uoride, it has the ability to produce
good Raman spectra throughout the range of source wave-
lengths, and it is biocompatible and reusable. Glass is the most
widely available and cheapest substrate but unfortunately it is
not ideal for the recording of spectra in the higher wavelength
region where the biological window exists. However, for studies
in the lower source wavelength region, glass has the ability to
produce results comparable to that from calcium uoride, as
shown in Tables 1–3. Similarly, IR grade calcium uoride and
fused silica work better in the lower wavelength region, as
shown in Fig. 6 and 7, but they are more expensive than glass.
Finally, zinc selenide is a signicantly cheaper alternative to the
other substrates for Raman spectroscopy in the NIR region.
However it is not biocompatible, although there may be
potential to functionalise this substrate with a ‘Raman-friendly’This journal is © The Royal Society of Chemistry 2015
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View Article Onlinebiofunctional layer that would improve biocompatibility
without compromising the spectral quality.16,17
A key point of interest is that while the Raman signals
generated from cells on a glass substrate in the NIR region were
completely swamped by background uorescence, by simply
depositing a thin lm of aluminium onto the glass substrate, it
is possible to effectively eliminate the background signal
emitted by the glass. We believe that this is due to both the
scattering properties of aluminium and the reective surface
created by the aluminium which prevents photons from
reaching and interacting with the glass substrate. It is also
possible that the reective nature of the aluminium effectively
quadruples the number of scattered photons collected, whereby
the source laser takes two passes through the sample and both
forward and backward scattered photons are propagated
towards the confocal aperture. This may account for the clearly
higher quality spectra recorded at 830 nm when compared to
other substrates that are suitable for the NIR region, see Fig. 8
and 9. This feature will be valid so long as the biological sample
is thin and is placed directly on the aluminium surface. For
thicker samples, we can expect that the collection of forward
scattered photons by the confocal aperture will not occur.
Whilst the cost of a single substrate consisting of a thin lm of
aluminium on glass (the slides used in this study were
approximately 7 USD each) is higher than glass alone, mass
production of these substrates could reduce this cost
substantially.
In terms of source wavelength, there was a greater signal-to-
noise ratio in the lower wavelength regions, with spectra in the
NIR being noisy for the integration time of 30 s used in this
study, as shown in Fig. 5 to Fig. 14. However, this noise can be
reduced by using a longer integration time or using a CCD
detector with a higher quantum efficiency in this region.
Spectra in the NIR region have a higher resolution than those
from lower wavelength lasers, but resolution for the lower laser
wavelengths can easily be increased using a grating with higher
line numbers than that used here. NIR lasers are also better
suited for biological analysis due to the optical window in
tissues, but larger background signals, from the sample
substrate and the optical elements in the system, are present in
this region. Therefore, there must be a compromise when
deciding upon a laser for Raman spectroscopic analysis of
biological specimen; one must choose between a laser that
results in lower background signals but is more likely to cause
biomolecular damage to the sample, or a laser that is biologi-
cally-friendly but which is more likely to produce large back-
ground signals.
Another important consideration for the source wavelength
is the associated power output. In this study, different powers
were used for each source wavelength (details given in Section
3). These powers were chosen as they are the typical values
employed in commercial Raman systems for biological
measurements. While the Raman signal strength is directly
proportional to the source power, and higher powers are
therefore more desirable, the associated optical and thermal
responses of the biological sample need to be taken into
consideration. The laser power density is particularly importantThis journal is © The Royal Society of Chemistry 2015here, where one needs to maximise the source signal delivered
to the sample without actually burning it. Thus, it can be
concluded that different source powers could improve the
Raman spectra obtained across different sample substrates and
source wavelengths, but that has not been investigated here.
Overall, it has been shown that there exists a high degree of
variability across sample substrates and laser wavelengths for
the analysis of biological specimen using Raman spectroscopy.
This high degree of variability means that there is not one single
substrate and one source laser to suit all applications of Raman
spectroscopy in the analysis of biological specimen. Here we
have discussed which substrates provide the optimum Raman
spectra for each source wavelength region. However, to nd the
true optimum combination, we must consider the cost effec-
tiveness and biocompatibility of the substrates in combination
with a source laser within the biological window to prevent
photodegradation of the samples which also has a low back-
ground contribution. In this paper, we chose the ‘benchmark’
spectrum, against which the quality of all other spectra were
compared, to have come from a Raman-grade calcium uoride
substrate with a source wavelength of 532 nm. However these
substrates are very expensive and source lasers in this region are
known to result in biomolecular damage within the sample.
Therefore, with these considerations, it can be concluded that
the use of aluminium coated glass substrates with an NIR laser
provides the optimum Raman spectra for everyday clinical
studies, being signicantly cheaper than most substrates,
biocompatible, and resulting in good quality spectra.
With this study, we have also shown that for certain sample
substrates and source wavelength combinations that result in
relatively strong background signals, it is still possible to obtain
a high quality cell spectrum that is very similar to the bench-
mark spectrum obtained from a cell on Raman-grade calcium
uoride using a 532 nm source. Following background
subtraction, the spectra show a strong likeness to the bench-
mark spectrum, as veried by the comparison based metric
values close to 1.0 in Tables 1–3. This suggests that it may be
possible for a direct comparison of spectra obtained from
different research groups operating under different experi-
mental conditions. It is still unclear whether such spectra could
be shared for the purpose of precise biochemical comparisons
or for studies involving multivariate classication. The level of
accuracy required by such studies may be too stringent to
establish if this is feasible. At the very least, a calibration of the
spectra to take into account the varying quantum efficiencies for
the different detectors over the different wavelength bands of
interest would be required, as well as interpolation to account
for different sampling rates. It is possible that such a stand-
ardisation of recording systems could be achieved using a
calibration tool that emits a range of wavelengths of known
power, such as the calibration accessory currently sold by Kaiser
Optical Systems, Inc.
We note that there are clearly limits on how strong the
background signal can be, in order for a weaker Raman signal to
still be recoverable using background subtraction techniques.
The rst limit is based on the high dynamic range of
measurement of a signal with a very strong background signal,Anal. Methods, 2015, 7, 5041–5052 | 5051
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View Article Onlineas well as the quantization noise, both of which will be deter-
mined by the detector. The fundamental limit on the recovery of
a Raman signal from background will be determined by the
shot noise associated with the background signal. If the stan-
dard deviation of this noise signal is comparable to the ampli-
tude of the Raman scattering, it will be impossible to recover the
Raman signal regardless of the properties of the detector.
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